Levelogger 5 Firmware Upgrade Release
Firmware Upgrade V1.005 - April 14, 2022

Leveloger o)

Note: Always use the latest Levelogger PC Software to update any
Firmware

The Levelogger 5 and Barologger 5 have been designed with firmware
that is easy to update whenever useful new functions or other
improvements become available, as with software releases.

To update the firmware in your datalogger, go to the Solinst Website
at: https://downloads.solinst.com where you can sign-in or register
to download the firmware upgrade file that is contained within a Zip
Archive. Ensure you unzip the Archive to access the firmware * ssf file.

1) Open the Solinst Firmware Upgrade Utility, which is located in the
‘Utility’ folder of the ‘Leveloggerd 6’ folder. It can also be launched
from the Ultilities menu in the main Levelogger Software.

2) Click the ‘Open’ “{? button, which should open a file dialog
asking for the firmware file (*.ssf) to upload. Navigate to the
directory where the firmware file was saved on your PC, then click
on the file and click ‘Open’.

3) Check the ‘File Information’ box to make sure that the opened file
is the right one.

4) Click the ‘Upload Firmware’ ﬁ] button to start the firmware
upload process.

5) If a communication error occurs and is indicated in the ‘Datalogger
Status’ box either before or after the “Verifying Firmware” and
“Loading Firmware to Datalogger” messages, then restart the
upgrade process.

Firmware Upgrade Utility x|

Com Port Settings
Com Port: Baud Rate:
Desktop Reader 5 (381238) ~ 9600 w

Version: 1.4.1

File Information

Firrmweare File Narne: CDesktoptl5-LT-41.005. 550
Datalogger Type: LS LT

IModel Mumber: K10

Firrware Yersion: 1,004

Datalogger Status

Datalogger Type: LS LT

Serial Nurnber: 2126149

Madel Murnber: M10

Firmware Yersion: ¥1.005
Erasing Program Mermory ...
Erasing Program Memaory ...Done!
Loading Firrmware to Datalogger
Loading Firrmware to Datalogger ... Done!
Werifying Firrmeare ...
‘erification Done

Firtrweare Update Completed!

6) 1If, however, a communication error occurs between the “Verifying Firmware” and the “Loading Firmware to Datalogger”
messages, then please contact Solinst. You will need to give the datalogger Serial Number and explain the exact positioning

of the error message.

Update Completed”.

Note: When conducting a firmware upgrade, DO NOT interrupt the process prior to completion (This may take 2 to 4
minutes). Installation is not complete until a note appears at the base of the program window indicating “Firmware
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